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Abstract 

The cohection of charge carriers generated in p+n-strip sensors close to the Si-Si02 interface 
before and after 1 MGy of X-ray irradiation has been investigated using the transient current 
technique with sub-nanosecond focused Hght pulses of 660 nm wavelength, which has an absorption 
length of 3.5 |j,m in silicon at room temperature. The paper describes the measurement and analysis 
techniques used to determine the number of electrons and holes collected. Depending on biasing 
history, humidity and irradiation, incomplete collection of either electrons or holes is observed. 
The charge losses change with time. The time constants are different for electrons and holes and 
increase by two orders of magnitude when reducing the relative humidity from about 80 % to less 
than 1 %. An attempt to interpret these results is presented. 
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1. Introduction 

In this paper the time dependence of charge losses close to the Si-Si02 interface in p+n-silicon 
strip sensors after changing the bias voltage in environments of different humidities is investigated. 
Measurements were performed on a non-irradiated sensor and on a sensor irradiated by ~ 12 keV 
X-rays to a dose of 1 MGy. The work is part of the study of X-ray-radiation damage of segmented 
silicon sensors for the AGIPD detector [1] at XFEL, the European X-ray Free-Electron Laser [2], 
where X-ray doses of up to 1 GGy are expected. 

In a previous publication [3] it has been shown that time resolved measurements (TCT - 
Transient Current Technique) for electron-hole pairs generated by a focussed laser close to the 
Si-Si02 interface, allow investigating the electric fields and the properties of possible accumulation 
layers. For a non-irradiated sensor it has been observed that, after biasing the sensor, the Si-Si02- 
interface region is not in steady-state conditions and that the time to reach steady-state conditions 
depends on humidity: It is about two orders of magnitude shorter for high compared to low relative 
humidity. In this paper we extend these measurements to a sensor irradiated to an X-ray dose of 
1 MGy in order to investigate, how the time development of the electric field in the region close to 
the sensor surface depends on X-ray-radiation damage. 

The cause of the time and humidity dependence for the non-irradiated sensor was explained by 
the time dependence of the electric boundary conditions on the surface of the sensor: Changing the 
bias voltage results in surface fields which cause a redistribution of surface charges until a uniform 
potential is reached. The strong dependence of the surface resistance on humidity [4] is responsible 
for the big difference in time constants. 

For given densities of oxide charges and charged interface traps, the electric boundary conditions 
on the sensor surface strongly influence the formation of accumulation layers and of the electrical 
fields close to the Si-Si02 interface. As the surface boundary conditions can influence the breakdown 
voltage [5, 6], their knowledge is highly relevant for the simulation of segmented silicon sensors [7], 
in particular for high X-ray doses and operation in vacuum. 

* Corresponding author. Email address: thomas.poehlsen@desy.de. Telephone: +49 40 8998 4725. 



Preprint submitted to Elsevier 



May 3, 2013 



2 INVESTIGATED SENSOR AND MEASUREMENT TECHNIQUE 2 

read-out strip strip N strip NN 




O 50 X [urn] 



Figure 1: Schematic layout of the strip region of the DC-coupled Hamamatsu p'^n sensor, and coordinate definition. 
The drawing is not to scale. 

2. Investigated sensor and measurement technique 

A DC coupled p+n strip sensor produced by Hamamatsu Photonics [8] was investigated. 
Previous studies of the sensor are reported in [3, 9]. The cross section of the sensor is shown in 
Figure 1 and relevant sensor parameters are listed in Table 1. Measurements were performed before 
and after irradiation to a dose of 1 MGy (Si02) by ~ 12 keV X-rays. All measurements were taken 
at 200 V bias voltage, well above the depletion voltage of 155 V. 

Pulsed focussed red laser light with a wavelength of 660 nm was used to generate electron-hole 
{eh) pairs in the sensor at the p+-strip side, just below the Si02 separating the read-out strips. A 
laser of this wavelength has a penetration depth in silicon of about 3.5 iitm at room temperature. 
Hence, the charges were generated close to the Si-Si02 interface. The light was focussed to a 
Gaussian with a ^ 3 ]im. The pulses had a duration of 100 ps at FWHM, the number of generated 
eh pairs was about 100, and the repetition rate 1 kHz. 

The current signals induced in the read-out strip were read out by DC-coupled Femto HSA- 
X-2-40 current amplifiers (~ 50 O input impedance, 180 ps rise time) connected to a Tektronix 
digital oscilloscope with 2.5 GHz bandwidth (DPO 7254). Neighbouring strips were grounded via 
50 ^ resistors. The charge Qi induced on read-out strip i was calculated off-line by integrating the 
current signal over 16 ns. 

The humidity during the measurements was varied between < 1 % and ~ 85 %, and the 
temperature was ~ 24° C. Humidity and temperature were logged with a TFD128 temperature 



producer 


Hamamatsu 


coupling 


DC 


pitch 


50 |LLm 


depletion voltage 


- 155 V 


doping concentration 


- 10^^ cm-^ 


single strip capacitance 


1.4 pF 


gap between p+ implants 


39 |Ltm 


width p+ implant window 


11 |Ltm 


depth p+ implant 


unknown 


aluminium overhang 


2 |Ltm 


number of strips 


128 


strip length 


7.956 mm 


sensor thickness 


450 |Ltm 


thickness Si02 


700 nm 


passivation layer 


unknown 


crystal orientation 


(111) 



Table 1: Parameters of the Hamamatsu sensor. 
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and humidity data logger. Some earlier measurements were done without data logger, and only 
approximate values of the humidity are known. 

3. Determination of charge losses 

This chapter presents the method used to determine the charge losses and shows evidence that 
in the p+n-strip sensor investigated, depending on the biasing history, humidity and X-ray dose, 
situations without charge losses, with electron losses and with hole losses close to the Si-Si02 
interface have been observed. 

The electrons and holes generated by the laser drift in the electric field in the sensor thereby 
inducing currents in the electrodes. The current induced in electrode i by a charge q moving at 
position X with drift velocity Vdr can be calculated using the weighting potential 0^: 

Ii = q-Ei{x).Vdr{x), Ei{x) = V4>i{x). (1) 

The weighting potential (/>^(x) is a measure of the capacitive coupling of a unit charge at 
position X to electrode i. It is one on electrode i, zero on all other electrodes, and between zero 
and one in the sensor volume. When a positive charge q moves from position xq to electrode i, 
it induces a positive current with total charge Qi = q - {1 — (j)l^{xo)) in electrode i and negative 
currents with total charges Qj = —q • 0{^(xo) in all other electrodes j ^ i. 

For a j9+n-strip sensor electrons drift to the n+-rear contact and holes to the j9+ strips. Electrons 
collected at the rear contact induce positive signals in all p+ strips. Holes however, induce a positive 
signal in the p+ strip on which they are collected and negative signals in all other strips. If A^^ 
eh pairs are generated anywhere in the sensor, and all holes are collected by strip i and all electrons 
by the rear contact, both electron as well as hole currents induced in strip i are positive, resulting 
in an induced charge Qi = Nq • qo, where go is the elementary charge. For strips j the currents 
induced by the electrons are positive and the currents induced by the holes negative, resulting in a 
bipolar signal of total charge Qj =0. 

If not all charges are collected by the electrodes but some get stuck at position xq, the charge 
induced in a read-out strip RO which does not collect holes is: 

Qro = J iRodt = {Nh -qo-Ne- qo) ■ (0 - </>S°(fo)) = {N, - N^) ■ qo ■ ct^^ixo), (2) 

where TVg is the number of electrons collected by the rear contact and Nh the number of holes 
collected by the strips. For full charge collection as well as for eh recombination = and 
Qro = 0. If only electrons are lost Qro is positive and negative if only holes are lost. 

In [3] it has been shown that the charge distribution on the sensor surface at the strip side 
influences the electric held in the sensor close to the Si-Si02 interface and that, depending on the 
biasing history and X-ray dose, situations with losses of electrons, losses of holes and no losses 
can be realised. This is demonstrated in Figure 2 (taken from [3]) which shows three examples of 
currents measured on the read-out strip RO, positioned at x = 0. For the coordinate system we 
refer to Figure 1. The sensor was biased to 200 V, well above the depletion voltage of 155 V, and 
the electron-hole pairs were generated by the laser at x = 30 |Ltm just below the Si-Si02 interface. 
As this position is closer to the neighbouring strip N than to the readout strip RO, holes will only 
reach RO by diffusion and their number will be small. 

• The solid (blue) line corresponds to the situation e = /i, where both electrons and holes 
are collected (non-irradiated sensor in steady state at 200 V). Holes are collected quickly 
(~ 2 ns) at strip inducing a negative signal on the read-out strip RO. Electrons, which 
have to pass the entire sensor to reach the rear electrode, are collected more slowly (^ 10 ns) 
inducing a positive signal in the read-out strip. Thus, the signal is bipolar and its integral is 
approximately zero. 

• The dashed (black) line corresponds to the situation e <C /i, where mainly holes are collected 
(sensor irradiated to 1 MGy by ^ 12 keV X-rays measured after ramping the voltage from 
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Figure 2: Induced current in the read-out strip at x = for electron-hole pairs generated at a: = 30 |xm. Complete 
(solid line) and incomplete (dotted and dashed lines) charge collection are shown. For details see text. 



to 200 V in a dry atmosphere). The positive signal of the electrons is missing and only a 
short negative signal induced by the holes collected at the neighbouring strip N is observed. 

• The dotted (red) line corresponds to the situation e ^ where mainly electrons are collected 
(non-irradiated sensor brought into a steady-state at 500 V and then biased at 200 V in a dry 
atmosphere). The negative signal of the holes is missing and only a positive current induced 
by electrons drifting to the rear side is observed. 

The following method is used for determining the charge losses: Light is injected sufficiently far 
from the read-out strip RO to assure that no holes are collected by RO. For the measurements 
presented in the next chapter we choose RO at x = and inject focussed light at xq = 75 |Ltm, 
in the middle between two n+ strips. To check the consistency of the results data are also taken 
for the light injected at xq = 40 |Ltm. In addition, the signal from the rear contact is recorded. 
Assuming that only one type of charge carrier is lost and eh recombination can be ignored, the 
"lost charge" is 

Qiost = {Ne - Nh) • qo = Qro/^^''{xo). (3) 

Qiost is positive for hole losses and negative for electron losses. Given the quality of the bulk 
silicon (lifetime of the charge carriers much longer than the charge-collection time) and the fact 
that the sensor is operated well above the depletion voltage, charges can only be lost at the Si-Si02 
interface or in a close-by accumulation layer. Thus the weighting potential at the Si-Si02 interface 
at the position where the eh pairs are produced is used for the analysis. Compatible with the 
measurements presented in [3], we use: (j)^^ = 0.05 at xq = 75 |Ltm and 0.35 at xq = 40 |Ltm. 



4. Time dependence of charge losses 

The measurements of the charge losses were performed for different humidities and biasing 
histories. For the measurements the p'^ strips were grounded, either via the DC-coupled amplifiers 
or via 50 ft resistors. The bias voltage was applied at the n+ rear electrode. In [3] it has been 
observed for a non- irradiated sensor that, after changing the bias voltage, the distribution of surface 
charges is in a non-steady state, as evidenced by time dependent charge losses. It was found that 
the time to reach the steady state has a strong dependence on humidity. Here, we present further 
results on the time dependence of charge losses for the non-irradiated sensor and for the sensor 
irradiated to a dose of 1 MGy. 

The measurement procedure was the following: By biasing the sensor either to V or to 500 V 
(400 V for the irradiated sensor) in a humid atmosphere (> 60 % relative humidity) for at least 2 
hours (typically a day and longer) steady-state conditions of the charge distribution on the surface 
were assumed to have been reached. Then, for the measurements under dry conditions the relative 
humidity was reduced. After at least 2 hours under dry conditions, the bias voltage was changed 



4 TIME DEPENDENCE OF CHARGE LOSSES 



5 




time [min 
70 6 



jilJ,i5biil4iiii'j('H.lii4 



I humid (71%, t[min]), x=75|im 
f dry{<1%,t[h])x=75nm 

• humid (71%, t[min]), x=40|im 

* dry(<1%,t[h]), x=40nm 

OGy, OV ■*■ 200V 
140k eh pairs 



40 

time [h] 



80000 
70000 
60000 
50000 
40000 
30000 
20000 
10000 


-10000, 



time [min] 
70 80 



+ humid (78%+10%,t[min]) 
t dry(<1%,t[h]) 



OGy, 500V -*■ 200V 
IQDk eh-pairs, x=75^m 



t tt, , 



140 160 
time [li] 



Figure 3: Lost charge Qiost: in units of elementary charges, as a function of time after the change of the bias voltage 
for the non-irradiated sensor in a dry (red rectangulars) and humid (black dots) atmosphere for light injection at 
xq = 75 |LLm. Left: Increase of the bias voltage from V to 200 V. The green curves show control measurements for 
light injection at xq = 40 |xm. Right: Decrease of the bias voltage from 500 V to 200 V. Note that the time scale for 
"humid" is on the top and for "dry" on the bottom. 
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Figure 4: Lost charge Qiost, in units of elementary charges, as a function of time after the change of the bias voltage 
for the irradiated sensor in a dry (red rectangulars) and humid (black dots) atmosphere. Left: Increase of the bias 
voltage from V to 200 V. Right: Decrease of the bias voltage from 400 V to 200 V. Note that the time scale for 
"humid" is on the top and for "dry" on the bottom. 



to 200 V, the charge-loss measurements started approximately 30 seconds after 200 V had been 
reached, and the time dependence of the lost charges determined from measurements of Qro for 
eh pairs generated by the laser at position xq. 

The results for the non-irradiated sensor, obtained according to Equation (3), are shown in 
Figure 3. When changing the bias voltage from to 200 V (Figure 3 left) initially ~ 40 000 
electrons are lost for both dry and humid conditions for ^ 140 000 eh pairs generated by the laser. 
In steady-state conditions ~ 10 000 holes are lost. For dry conditions (relative humidity < 1 %) 
steady-state conditions are reached in 6 hours, whereas for humid conditions (relative humidity 
~ 70 %) in ~ 10 minutes. For comparison, also measurements for light injected at xq = 40 iitm are 
shown. They agree with the xq = 75 \xm measurements. As the weighting field at xq = 40 iitm 
is 0.35 compared to 0.05 for xq — 75 |Lim, the fluctuations due to noise are about an order of 
magnitude smaller. However, it cannot be excluded that some of the holes reach the read-out 
electrode RO by diffusion. Therefore we only present results for = 75 |LLm in the following. 

After changing the voltage from 500 V to 200 V (Figure 3 right), initially ~ 65 000 holes are 
lost for both dry and humid conditions for ~ 100 000 eh pairs generated. In steady-state conditions 
the hole losses reduce to a value between and 10000. In humid conditions it takes ~ 50 minutes 
to reach this state, whereas in dry conditions it takes more than ~ 100 hours. 
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We note that for dry conditions the time to reach the steady-state is about a factor 20 bigger 
for hole losses than for electron losses, and that the shapes of the time dependencies differ. In each 
case however, the shape of the time dependence for "humid" and "dry" scale. The scale factor for 
electron losses is ~ 30. For hole losses a factor ~ 120 is found, however, as the 78 % humidity had 
an uncertainty of ±10 % for this particular measurement, no strong conclusions can be drawn. 

Figure 4 shows the results for the sensor irradiated to 1 MGy, again obtained according to 
Equation (3). After changing the voltage from to 200 V electron losses are observed as for 
the non-irradiated sensor. The number of lost electrons however, is different for dry and humid 
conditions: ~ 65 000 for "dry" and ~ 15 000 for "humid", for ~ 100 000 generated eh pairs. For 
"humid" a steady state of approximately zero electron losses is reached after about 1 hour. For "dry" 
the electron losses first decrease to ^ 45 000 within approximately 10 hours. Then a much slower 
decrease is observed, reaching ~ 35 000 after 160 hours when the measurements were stopped. The 
current collection ring of the irradiated sensor showed a large current for voltages above 400 V. 
Therefore, 400 V was chosen as maximum bias voltage. The initial charge losses after reducing 
the voltage from 400 to 200 V are approximately zero for "humid" , whereas 35 000 holes are lost 
for "dry" , for 140 000 generated eh pairs. As function of time the charge losses remain zero for 
"humid", whereas for "dry" the hole losses steadily decrease, reaching ^ 10 000 after 50 hours. 

We also note that the charge losses for the irradiated sensor behave quite differently compared 
to the irradiated sensor. For the irradiated sensor the initial losses differ between dry and humid 
conditions, and the time dependencies do not scale. 

5. Discussion 

In [3] the electron and hole losses and their time dependence have been explained with the 
help of detailed simulations, and their relevance for the operation of segmented p'^n sensors for 
the detection of X-rays and charged particles discussed: Biasing a sensor which has been in 
steady-state conditions at V, results in a transverse electric field Ey (see Figure 1) in the sensor 
close to the Si-Si02 interface pointing into the sensor, and a tangential field Ex on the sensor 
surface pointing to the p+ implants. The transverse field and a possible electron accumulation layer 
cause the loss of electrons, and the surface field causes a movement of charges on the sensor surface 
until the steady-state of a uniform potential is reached. For a sensor in steady state under bias, 
reducing the voltage results in the opposite situation: The electric field in the sensor points towards 
the Si02 and therefore holes are lost. The tangential fields initially point away from the strips until 
by charge movement the steady-state of a uniform potential is reached. The strong dependence 
of the time dependencies on humidity is explained by the decrease of the surface resistivity with 
humidity [4]. If the steady state is reached due to surface currents, a scaling of the time dependence 
with the surface conductivity is expected. 

The new measurement shown in Figure 3 for the non-irradiated sensor confirm the picture: 
Initial electron losses occur when the voltage is ramped up and hole losses when the voltage is 
ramped down. The initial steady-state charge losses are the same for "dry" and for "humid" . The 
same holds for the steady-state losses. However, the time constants for reaching the steady state 
for hole losses is about an order of magnitude larger than for electron losses. This could be related 
to the surface charge distribution in steady state. We also note that in steady state a small hole 
loss of ~ 5 % is observed. 

The new measurements for the sensor irradiated to an X-ray dose of 1 MGy shown in Figure 4 
are markedly different. Again, electron losses appear when the voltage is ramped up and hole 
losses when it is ramped down. However, the initial losses for "humid" and "dry" are very different 
and the time dependencies as function of humidity do not scale. In addition, the time to reach the 
steady-state in dry conditions is shorter for hole losses than for electron losses. We do not have 
explanations for these differences, but suspect that radiation induced traps in the Si02 and the 
resulting high electric fields in the Si02 are the cause. 
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6. Summary 

The collection of charge carriers generated in p+n-strip sensors close to the Si-Si02 interface 
before and after 1 MGy of X-ray irradiation has been investigated using the transient current 
technique with sub-nanosecond focused light pulses of 660 nm wavelength, which has an absorption 
length of 3.5 |-Lm in silicon at room temperature. Depending on the applied bias voltage, biasing 
history, humidity and irradiation, incomplete collection of either electrons or holes has been observed 
when generating the charges at the strip side of the sensor. 

For the non-irradiated sensor electron losses are observed when the voltage is ramped up from 
zero to the operating voltage and hole losses when the operating voltage is reached from higher 
voltages. As a function of time the charge losses decrease until a steady state with hole losses 
between and 10 % is reached. The shape of the time dependence and the time constant are 
different for hole and electron losses. At a given humidity the electron losses are about an order 
of magnitude faster. However, the time constants for both electron and hole losses increase by 
about two orders of magnitude, when the humidity is reduced from about 80 % to below 1 %. The 
observations are explained by changes of the charge distribution on the sensor surface. Initially, 
after changing the bias voltage the surface- charge distribution is not in a steady state, and the time 
constant to reach the steady state is related to the surface conductivity of positive and negative 
charge carriers, which are strong functions of humidity. 

For the sensor irradiated to 1 MGy the situation is more complex: As for the non- irradiated 
sensor, in a dry atmosphere electron losses are observed when the operating voltage is reached 
from lower, and hole losses when it is reached from higher voltages. The time constant for the hole 
losses is similar as for the non-irradiated sensor, however, the shape of the dependence is quite 
different. For electron losses a much longer time constant is found for the irradiated sensor. In a 
humid atmosphere already 30 seconds after the bias voltage is reached, the charge losses are small: 
approximately 15 % electron losses when the voltage is ramped up, and less than 10 % charge 
losses, when it is ramped down. We speculate that chemical effects and electric fields inside the 
Si02 and passivation layer due to charged traps are responsible for the differences. 

The measurements demonstrate the well-known fact that X-ray- radiation damage in the Si02 
and its impact on sensor performance is highly complex. 
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